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Room Temperature Log for INSTI™ Kit Storage 
          

Site:  Month:   Year: 

Notify POC Site Lead when temperature is: 
less than 2 0 C        more than 30 0 C 

         

Day Time # Kits Monitor Record       

  hh:mm  
Temp 

0 C Minimum Maximum 
Acceptable? 
Yes/No Initials 

Not Acceptable? 
Actions 
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